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Abstract 
This paper presents the applicability of induced current potential drop (ICPD) technique to the 
detection and sizing of defects in objects with a shape of real components.  The shape of tube was 
selected as one of the shape of real components and an ICPD sensor for the inspection of tube-shaped 
specimens was developed.  The usefulness of the developed sensor was verified by experiments.  Finite 
element analysis (FEA) was conducted to obtain calibration data to convert PD data measured using the 
sensor into the depth of defects.  It was shown that the crack depths estimated based on measured 
potential drops and FEA showed good agreement with the crack depths estimated by ultrasonic testing.  
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1. Introduction 
Depth estimation of defects is conducted when defect is detected in an in-service inspection to 
investigate whether the structural integrity of the components and/or the plants is affected by the 
existence of the defect.  In many cases, ultrasonic testing has been utilized for the depth estimation.  
However, the depth estimation by the ultrasonic testing requires the technical skill of operator, and 
hence nondestructive methods which permit the detection and sizing of defects without the skill of 
operator is required.  The signals of ultrasonic testing are sensitive to the macroscopic structure of the 
material under measurement, and this is one of the causes that the ultrasonic testing requires the 
technical skill from operators.  In contrast, the signals of electromagnetic nondestructive testing 
methods are affected by more macroscopic structures [1]. 
One of the electromagnetic nondestructive methods, potential drop (PD) techniques have been utilized 
for the detection and sizing of defects in conductive materials.  The PD techniques are divided roughly 
into a direct current potential drop (DCPD) technique [2] and an alternating current potential drop 
(ACPD) technique [3] according to the current utilized.  The PD techniques permit precise 
measurement of defect depth without the technical skill.  However, usual PD techniques need terminals 
to supply a current to the material under measurement, and thus the PD techniques are unsuitable for 
inspection.  Consequently, the PD techniques have mainly been utilized for monitoring of crack 
initiation and propagation in laboratories [4, 5].  One of the ACPD techniques, namely the induced 
current potential drop (ICPD) technique, based on electromagnetic induction, has been developed [6] to 
overcome the difficulty of inspection of the PD techniques.  The usefulness of the ICPD technique for 
the detection and sizing of defects in simple specimens such as plates and/or round-bars [7-10] has been 
demonstrated.  However, the applicability of the ICPD technique to the detection and sizing of defects 
in objects with a shape of real components has not been investigated.  Further, in order to convert PD 
data into defect depths, the ICPD technique requires calibration data measured on the specimen of a 
similar material and a shape to the objects under inspection, and this fact has made the ICPD technique 
unsuitable for the inspection of objects with a shape of real components. 
For the purpose of investigating the applicability of the ICPD technique to the detection and sizing of 
cracks in objects with a shape of real components, we selected a tube shape as one of the shape of real 
components.  Then a sensor for cracks on an internal wall of tube-shaped objects was developed and 
depth estimation was performed combined with finite element analysis. 
 
 
2. Development of a sensor for cracks on the internal wall of tube-shaped specimens 
2.1 Sensor for the ICPD technique and typical signal distribution for surface breaking cracks 
The ICPD technique supplies an alternating current to the object under inspection using induction coil 
located near the surface of the object, without direct contact, unlike the standard PD techniques in which 
a current is directly supplied to the object under inspection through electrical terminals, and measures 
the perturbation of the current which occurs as a result of defects.  A typical ICPD sensor for a plate 
specimen and signal distribution measured using the sensor on a Ni-based alloy 600 plate containing an 
artificial surface breaking crack with a depth of 3mm are shown in Figures 1 [8] and 2, respectively.  
The horizontal axis of Figure 2 shows the position of the centre between the two electrical terminals for 
PD measurement whilst the vertical axis indicates the normalized potential drop (NPD), which 
represents the ratio of the measured PD to the average PD of an intact region.  The maximum 
normalized potential drop (  or  in Figure 2) should be used as a representative NPD (R-NPD) 
for the measurement.  However, it is difficult to measure this value accurately due to its strong 
dependence on the position of the sensor with respect to the defect.  Consequently, in this study, the 
normalized potential drop measured just above the defect (Vc in Figure 2) is used as a R-NPD for the 
measurement because it is relatively easy to measure its exact value.  
−
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2.2 The ICPD sensor for cracks on the internal wall of tube-shaped specimen 
The target defects in this study are axial and circumferential cracks on the internal wall of 
tube-shaped specimens.  As mentioned above, the ICPD sensor contains an induction coil.  The coil 
utilized in the developed sensor for tube-shaped specimen is tilted in 45 degrees to the axial direction of 
the specimen to induce a current with components of axial and circumferential directions.  Potential 
drops are measured using individual PD pick-up pins for both axial and circumferential cracks.  A 
schematic of the developed sensor and a photo of the sensor are shown in Figures 3 and 4, respectively. 
 
 
3. Verification measurements 
3.1 Tube-shaped specimen 
The applicability of the developed sensor to the inspection of cracks on the internal wall of tube-shaped 
objects was verified by performing measurements of fatigue cracks in the specimen.  The specimen used 
for the verification measurements has a shape of tube with an outer diameter of 100 mm, an inner 
diameter of 70 mm and a length of 300 mm (Figure 5).  Three axial cracks and one circumferential crack 
were introduced on the internal wall of the specimen by thermal fatigue [11].  The locations of the 
cracks on the internal wall of the specimen are unknown.  Directions and sizes of the cracks in the 
specimen are summarized in Table 1. 
 
3.2 Measuring system 
A schematic of the measuring system is shown in Figure 6.  The system contains a sensor, a 
measurement instrument and a specimen.  The measurement instrument is a commercial available 
alternating current (AC) potential drop measurement apparatus with a stable AC power source, a phase 
detector and a digital voltage meter. 
 
3.3 Measurement procedure 
At the beginning of measurements, course measurement was performed to identify crack locations, 
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and fine measurement was then performed around the identified crack locations.  For the fine 
measurement, measuring lines parallel to the axial direction of the specimen (X-direction shown in 
Figure 5) were set every 2 mm interval in circumferential direction.  Potential drop maps were made 
around the detected cracks by scanning the sensor with 2 mm interval along the measuring line. 
Alternating current supplied to the induction coil was set to 3 kHz and 2 amperes.  These values were 
defined by preliminary measurements. 
 
3.4 Results and discussion 
3.3.1 Potential drop distributions 
Potential drop maps measured by the developed sensor around the cracks are shown in Figure 7.  
Measured potential drops were normalized by the initial potential drop for each measuring line 
(Normalized potential drop; NPD).  Higher NPDs are seen in the maps for each crack, and when 
examining a shape of potential drop distribution in perpendicular direction to the crack length, the 
shapes of the graphs presented in Figure 7 are similar to that shown in Figure 2.  Accordingly, cracks on 
the internal wall of tube-shaped specimens can be detected by the developed sensor. 
For the purpose of depth estimation, the maximum Vc, which is defined in Figure 2, was selected as 
R-NPD for each crack.  The R-NPDs for the cracks are summarized in Table 2.  The R-NPDs for cracks 
nos. 1, 2, and 3 that are similar depth are similar value and for deeper crack shows larger value. 
 
 
4. Numerical simulation of potential drops for axial crack using finite element analysis 
4.1 Simulation conditions 
A schematic of a model analyzed by finite element analysis (FEA) is shown in Figure 8.  The analyzed 
model contains a tube-shaped specimen, a tilted induction coil and air surrounding the specimen and the 
coil.  An axial slit with semi-elliptical shape is introduced on the internal wall of the specimen as an 
axial crack using elements with same electromagnetic properties of air.  The aspect ratio of the slit was 
approximately 0.3.  The model containing only axial slit was analyzed in this study.  The specimen was 
divided into 5 elements in wall thickness direction, 30 elements in axial direction and 40 elements in 
circumferential direction.  Total number of elements and nodes including those of air were 39 200 and 
162 261, respectively.  Finite element mesh of the specimen and the coil is presented in Figure 9.  The 
electromagnetic properties used for the FEA are listed in Table 3. 
 
4.2 FEA results and discussion  
4.2.1 Induced current density distribution 
Induced current density distribution on the internal wall of the tube-shaped specimen without slit is 
shown in Figure 10.  The current is focused near the induction coil.  However, the current flows in the 
specimen with a tilting angle of 33 º though that of the induction coil is 45 º.  The induced current flow 
must make a closed loop in the specimen because no current input/output terminals are connected to the 
specimen.  The induced current in the specimen can be divided into two portion, namely, axial portion 
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and circumferential portion.  The circumferential portion of the current can make the closed loop in the 
specimen.  However, the axial portion of the current can not make the closed loop in axial direction, and 
therefore, the axial portion may change its direction to circumferential direction.  Accordingly, the 
current induced in the tube-shaped specimen using the tilted coil will mainly flow in circumferential 
direction.   
 
4.2.2 Potential drop distribution and depth estimation by FEA 
Potential drops are measured using the ICPD sensor scanned on an object under measurement.  Thus, 
in order to calculate potential drop distribution for the ICPD technique by FEA, each of potential drops 
has to be calculated using individual finite element mesh for all of the sensor position of the 
measurement, and therefore, the calculation requires a lot of time.  To prevent the time consuming 
calculation, the FEA was performed under the condition in which the induction coil was fixed and only 
the potential drop pick-up pins were scanned along the measuring line.  In this case, a single finite 
element mesh is needed. 
Normalized potential drop distribution calculated by FEA using a tube-shaped model containing an 
axial slit with a depth of 4mm is shown in Figure 11.  The structure of potential drop distribution for 
the tube-shaped model calculated by FEA is similar to that shown in Figure 2. 
Following the calculation of potential drop distribution, representative NPDs (R-NPDs) defined in 
section 2 were calculated for slits with depths of 2, 4 and 6mm.  Calculated R-NPDs are plotted against 
the slit depth in Figure 12.  It can be seen from Figure 12 that R-NPD and slit depth (d ) has a liner 
relation as follows; 
R-NPD=0.0581d +1   (1) 
As summarized in Table 4, R-NPDs measured by the developed sensor for each crack were converted 
into crack depths using the equation (1).  The estimated crack depth show good agreement with the 
crack depth estimated by the ultrasonic testing. 
Correspondingly, detection and sizing of cracks on internal wall of tube can be performed using the 
developed ICPD sensor and the relation between R-NPDs and slit depth obtained by FEA. 
 
 
5. Conclusions 
In order to investigate the applicability of Induced Current Potential Drop (ICPD) technique to 
detection and sizing of cracks in objects with a shape of real components we selected a shape of tube as 
that for a real component.  Then a sensor for cracks on an internal wall of tube-shaped specimen was 
developed and depth estimation was performed combined with finite element analysis.  The following 
conclusions can be reached from the results: 
(1) The developed sensor containing tilted induction coil can detect all of axial and circumferential 
cracks introduced on the internal wall of the tube-shaped specimen.  The minimum depth of 
crack investigated in this study is 2 mm for axial crack and 1.8 mm for circumferential crack. 
(2) Crack depths estimated based on the measured representative normalized potential drop and 
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finite element analysis showed good agreement with the crack depths estimated by ultrasonic 
testing.  
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Table 1 Summary of cracks introduced in the tube-shaped specimen by thermal fatigue 
Table 2 Summary of R-NPD measured on the tube-shaped specimen using the developed sensor. 
Table 3 Electromagnetic properties used for the FEA 
Table 4 Crack depth estimation using calibration curve calculated by FEA 
 
Figure 1 Illustration of the sensor for the ICPD technique [8]. 
Figure 2 Typical potential drop distribution around an artificial surface breaking crack in the plate 
specimen. 
Figure 3 Illustrations of the developed sensor for cracks on the internal wall of tube-shaped specimens 
(dimensions in mm). 
(a) Top view 
(b) Side view 
(c) A-A section view when insert the sensor into the specimen and move it in the specimen. 
(d) A-A section view during measurements. 
Figure 4 Photo of the developed ICPD sensor. 
Figure 5 Illustration of tube-shaped specimen used for the verification measurements (dimensions in 
mm).  Locations of cracks are unknown. 
Figure 6 Illustration of measuring system for the ICPD technique. 
Figure 7 Normalized potential drop distributions measured on the tube-shaped specimen using the 
developed sensor. 
(a) Crack 1 (Axial crack) 
(b) Crack 2 (Axial crack) 
(c) Crack 3 (Axial crack) 
(d) Crack 4 (Circumferential crack) 
Figure 8 Illustration of the model analyzed by FEA (dimensions in mm). 
Figure 9 Finite element mesh of the tube-shaped specimen containing an axial semi-elliptical slit.  
Figure 10 Induced current density distribution in the specimen calculated by FEA (View from Z 
direction). 
Figure 11 Normalized potential drop distribution around a slit with depth of 4mm calculated by FEM. 
Figure 12 Relation between R-NPD and axial slit depth. 
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Table 1 Summary of cracks introduced in the tube-shaped specimen by thermal fatigue 
No. Axial/Circ. Crack depth a
1 (2) Axial 2.0 mm 
2 (1) Axial 2.0 mm 
3 Axial 4.4 mm 
4 Circ. 1.8 mm 
a: Estimated by specimen fabricator with ultrasonic sensor 
 
Table 2 Summary of R-NPD measured on the tube-shaped specimen using the developed sensor. 
No. Axial/Circ. Crack depth a R-NPD 
1 Axial 2.0 mm 1.14 
2 Axial 2.0 mm 1.13 
3 Axial 4.4 mm 1.26 
4 Circ. 1.8 mm 1.10 
a: Estimated by specimen fabricator with ultrasonic sensor 
 
 
Table 3 Electromagnetic properties used for the FEA 
Material εr a ρ b
Alloy600 (Specimen) 1.0 135×10-8 Ωm 
Cupper (Induction coil) 1.0 - 
Air 1.0 - 
a: εr  Relative permeability 
b: ρ  Electrical resistivity 
 
 
Table 4 Crack depth estimation using calibration curve calculated by FEA 
No. Axial/Circ. Crack depth a R-NPD Estimated crack depth Difference 
1 Axial 2.0 mm 1.14 2.4 mm +0.4 mm 
2 Axial 2.0 mm 1.13 2.2 mm +0.2 mm 
3 Axial 4.4 mm 1.26 4.5 mm +0.1 mm 
4 Circ. 1.8 mm 1.10 1.7 mm -0.1 mm 
a: Estimated by specimen fabricator with ultrasonic sensor 
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Figure 1 Illustration of the sensor for the ICPD technique [8]. 
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Figure 2 Typical potential drop distribution around an artificial surface breaking crack in the plate 
specimen. 
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Figure 3 Illustrations of the developed sensor for cracks on the internal wall of tube-shaped specimens 
(dimensions in mm): (a) Top view, (b) Side view, (c) A-A section view when insert the sensor into the 
specimen and move it in the specimen, (d) A-A section view during measurements.
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Figure 4 Photo of the developed ICPD sensor. 
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Figure 5 Illustration of tube-shaped specimen used for the verification measurements (dimensions in 
mm).  Locations of cracks are unknown. 
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Figure 6 Illustration of measuring system for the ICPD technique. 
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Figure 7 Normalized potential drop distributions measured on the tube-shaped specimen using the 
developed sensor: (a) Crack 1 (Axial crack), (b) Crack 2 (Axial crack), (c) Crack 3 (Axial crack), (d) Crack 
4 (Circumferential crack) 
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Figure 8 Illustration of the model analyzed by FEA (dimensions in mm). 
 
 
 
Induction coil
Tube-shaped specimen
Axial slit
 
Figure 9 Finite element mesh of the tube-shaped specimen containing an axial semi-elliptical slit.  
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Figure 10 Induced current density distribution in the specimen calculated by FEA (View from Z 
direction). 
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Figure 11 Normalized potential drop distribution around a slit with depth of 4mm calculated by FEM. 
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Figure 12 Relation between R-NPD and axial slit depth. 
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